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PREFACE. 


In the preliminary Chapter on the Atmosphere 
I have referred to De Luc’s ‘ Recherches sur 
Atmosphere,’ Robertson on the Atmosphere, 
and Dalton’s Essays. The barometric table of 
the mean height of the mercurial column for 
every day in the year is, I believe, the first of 
the kind that has been deduced ; it is the result 
of thirty years’ observations, made by myself in 
one locality. In the name of ‘‘ Henry” my table 
of daily mean temperatures was used for two 
or three years, at the Royal Observatory, as a 
standard of comparison for the temperatures 
in the weekly report of the Registrar-General, 
and it was only discontinued when the esta. 
blishment had accumulated sufficient data from 
which to deduce a standard of their own: that 


1V 
public acknowledgement of confidence in the 
accuracy of those results, together with my 
professional character as an observer, will give 
the value of authenticity to the Table now 
published. The phenomena of the winds and 
clouds, in their connexion with the movements 
of the barometer, though deduced from obser- 
vation and experience, are not set forth as 
dogmas, but as helps, for the interpretation of 
the meteorological appearances of our very 
irregular and unsettled climate. The nomencla- 
ture of the clouds is Luke Howard’s, by whom, 
when a young observer, I was favoured with a 
presentation copy of his valuable work on the 


Chmate of London. 








J. HSB. 
Greenwich, April 1849. 











ON 


THE ATMOSPHERE. 





THE Barometer is an instrument for measuring the 
weight of the atmosphere ; it was invented in 1643 by 
Torricelli, who in investigating the cause of water as- 
cending in pumps to the height of 82 feet, and no higher, 
made the following experiment. He took a glass tube 
about four feet long, sealed at one end and open at the 
other, and having filled it with mercury closed the open 
end with his finger; he then inverted the tube, and 
placed the open end under the surface of a small quan- 
tity of mercury im a bason, and raising the tube perpen- 
dicular withdrew his finger; he observed the mercury 
in the tube suspended to the height of 272 inches, 
above the surface of that in the bason: he compared 
the height of the column of mercury with the height of 
the column of water raised by the pump, and perceiving 
those heights to be in an inverse ratio of the specific 
gravities of the water and mercury, he concluded they 
were kept in suspension by a common cause ; a further 
consideration of the experiment led him to remark that 
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the upper extremities of the columns of water and mer- 
cury had no communication with the atmosphere, but 
that the lower extremities had a communication, and he 
attributed the elevation of the columns in the tubes to 


the weight of the atmosphere. 


The curious may amuse themselves with the action of 
the weight of the atmosphere in the following manner :— 
Take a glass tube of uniform bore, open at both ends ; 
fit a cork to it, and cement a wire into the cork, which 
will form a piston to the tube; place the piston even 
with the lower end of the tube, and in that situation 
place the same end of the tube in mercury; hold the 
tube steadily and pull up the piston; the mercury will 
follow the piston, and will fill that part of the tube 
which is below the piston. By this means the weight 
of the atmosphere is removed from off the mercury, 
which is forced into the tube as far as the piston, by the 
weight of the atmosphere on the rest of the surface of 


_the mercury in the bason; when the mercury im the 


tube balances the weight of the atmosphere, it remains 
stationary ; and on pulling the piston higher, the space 
between it and the mercury is called a vacuum, or space 
void of air. 

In 1646 Pascal at Rouen repeated Torricelli’s experi- 
ments with similar results. He also varied them by 
employing liquids of different specific gravities, and he 
perceived that the lighter the liquid the higher it as- 
cended in the tube; but the agency of an invisible fluid 
was still doubted, and he therefore determined to make 
an experiment on the top of the mountain Puy de Dome, 
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near Clermont in Auvergne, which should silence con- 
troversy. Two tubes filled with mercury, the columns 
of equal heights, were carried to the foot of the moun- 
tain, one of which was left there standing at 28 inches, 
and the other taken to the summit; as they ascended, 
the mercury in the tube gradually sunk until it stood at 
24:7 inches; as they descended, the mercury as gra- 
dually rose again ; and when placed by the side of the 
tube left below, their elevations coincided. As Pascal 
had anticipated, in ascending the mountain the weight 
of a portion of the column of the atmosphere equal to 
the height of the mountain being removed from the sur- 
face of the mercury in the bason, that which was in the 
tube fell, until its weight was again counterpoised by the 
atmosphere; and conversely in descending, the weight 
of the column of the atmosphere being increased by the 
weight of the portion equal to the height of the moun- 
tain, pressed upon the mercury in the bason, and forced 
it to. ascend in the tube until both weights balanced 
each other. 

Pascal originated the idea of measuring elevations by 
the variations of the barometer, but he foresaw a diffi- 
culty. He compared the atmosphere to a mass of wool, 
the lowest parts of which were more pressed than those 
above ; and his sagacity led him to the fact, that from 
the dilatation of the atmosphere the rise and fall of the 
mercurial column would not be equal through equal 
spaces. This concluded his philosophical inquiries ; he 
afterwards turned his attention to theology. 

In 1666 Boyle discovered that the atmosphere was 
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elastic and compressible; and about the same period 
Mariotte proved its density was in proportion to the 
weight with which it was compressed. The stratum of 
the atmosphere nearest the surface of the earth supports 
the weight of all above it, and is the densest ; each stra- 
tum as we ascend becomes lighter or more rare, because 
its elasticity is less checked by having a less weight 
pressing from above. Pére Cotte deduced, that the 
ratio of the decrease of its density was in geometrical 
progression, if we take the heights in reno 
progression. Thus, if the density at 1 mile high was lt 
and that at 4 miles high 4, then that at 7 miles ‘Ga 
would be 1, at 10 miles high 4, at 13 miles high +, &e.; 
but this ratio is much distur bed by changes in the tem- 
perature of the strata of the atmosphere at different ele- 
vations. Heat expands the bulk of air, and forces it to 
occupy a larger space; 1000 volumes of air at 82° of 
Fahrenheit become expanded into 1057-34 volumes at 
60°; thus heat is a cause of the unequal rise and fall 
of the barometer through equal spaces. Sir George 
Shuckburgh made numerous experiments upon the ef- 
fects of temperature on the atmosphere ; and from his 
labours we have a table, which shows in feet how much 
the spaces passed through may vary from temperature 
in a fall of =, of an inch of mercury, the barometer 
standing at 30 inches; and by means of his theorem for 
its application, we are now enabled to ascertain the 
heights of mountains by the barometer as correctly as 
by geometrical measurement. 
There exists at all times in the atmosphere a certain 
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portion of vapour, which exerts an influence, varying 
according to circumstances, upon the mercurial column ; 
it is derived from the spontaneous evaporation of water 
from the surface of the earth, and is called aqueous 
vapour. vaporation is promoted by dry air, by wind, 
by a diminished pressure, and by heat; the quantity 
evaporated is dependent upon temperature; for heat 
expanding the gaseous portion of the atmosphere, the 
spaces between its particles are enlarged and their ca- 
pacities for containing moisture augmented. Aqueous 
vapour is highly elastic; its elasticity, which increases 
with an increase of temperature, has been determined by 
Dalton, and its force measured by the height of the mers 
curial column it is capable of supporting. Aqueous ya- 
pour, raised at 32° of Fahrenheit, exerts a pressure on 
the mercury equal to 0:2 of an inch, at 80° to 1:03 
inch, at 180° to 15-0 inches, and at 212° to 30:0 inches, 
——a pressure equal to the pressure of the whole atmo- 
sphere at the level of the sea. The quantity of vapour 
existing in the atmosphere is measured byan Hygrometer, 
The one now in general use consists of two thermo- 
meters, one bulb of which being covered with muslin 
and kept constantly moist, will, according to the quan- 
tity of evaporation at the time of observation, stand 
lower than the other bulb, which being left free gives 
the temperature of the air: from the difference of the 
readings of the two thermometers, we are able by a very 
simple rule to obtain the dew-point, or that degree of 
the thermometer to which the temperature of the air 
must fall for the atmosphere to become saturated with 


the quantity of vapour then actually existing in it, as 
will be shown by the following example :— 


Let free thermometer ... =63 63 = temp. by free ther. 
Wet thermometer ...«.. = 4 16°2 


ee 








46°8 = dew-point : 











Difference..........csseeeee ise 
Factor to multiply ee _ 18 =— 
FETENCE .sccsccseecseee By table 0°337 of an inch = 
ay. in ba 

ver of degrees to be subtracted from ae 

free therm. 

If the readings of the two thermometers be alike, the 
temperature of the dew-point will be the same as the 


temperature of the air; and the air will then be saturated 
with moisture. 

It is chiefly in the nights, and early in the mornings 
of the winter months, that the atmosphere is saturated 
‘with vapour, or that vapour is at its maximum of elas- 
ticity for the temperature. In our climate, vapour never 
attains its greatest elasticity at a high temperature ; 
for if in the summer months the atmosphere becomes 
saturated, it is caused by a declension of the heat, which, 
contracting the spaces between the particles of the air, 
squeezes the vapour contained in them closer, and thus 
brings its elasticity to a maximum for the temperature to 
which the air has fallen. It was upon the changes of 
temperature in the atmosphere that Dr. James Hutton 
founded his theory of rain. He considered rain to be 
formed by the mixture of two strata of the atmosphere 
of different temperatures, and each saturated with 
moisture. The mean quantity of the vapour contained 
by the two strata before the mixture being more than 
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the mean heat of the two (after the combination) can 
contain, the excess is precipitated :— 


in. 
Let temp. of one stratum = 65 its tension or elasticity =0°61 by table. 
Let temp. of the other... =41 ae he 0°27 3 
2|106 0°88 


Mean temperature after 53 
combination 


Mean tension after : 
combination } ats 


By table, the tension of vapour at 58° is 0:40 inch. 

Therefore vapour of the tension of 0-04 inch of the 
mercurial column is precipitated in cloud, fog or rain. 

Heat and moisture are the principal causes of the 
variations in the weight of the atmosphere, and neces- 
sarily of the variations in the barometer; the moon is 
considered to have some influence ; but if she exert any 
power in causing accumulations or tides in the atmo- 
sphere, her action on the barometer, computed to be 


about +35 of an inch, is so small, that even with the 


most delicate instruments and the most accurate ob- 
Servers we can scarcely hope to demonstrate it satis- 
factorily. 

The variations of the barometer are less within the 
tropics than in the temperate and polar regions; they 
vary in different countries in the same latitude, and they 
are great in mountainous countries and islands; in Peru 
the range of the mercury is about + of an inch, in Lon- 
don 23 inches, and in St. Petersburg it exceeds 3 inches. 

The pressure of the atmosphere at the level of the 
sea, the barometer at 30 inches, is 15 Ibs. on the square 


inch, which amounts to 2160 lbs., or nearly a ton, upon 
every square foot. We cannot therefore be surprised at 
the effects of so elastic and compressible a body as air, 
when it is set in motion; the soft breeze of summer and 
the furious hurricane of winter are instances of the effects 
of its different velocities. 


On the Construction and Method of Using the Mercurial 
Barometer. 


There are various forms of the Barometer, but the 
one best suited for meteorological observations consists 
of a tube about 33 inches in length, the extremity of 
which is inserted into a small reservoir or cistern; and 
in order to maintain the mercury in the cistern always 
at the same level, the cistern is constructed partly of 
leather; that by means of a screw at the bottom, the 
surface of the mercury in it may be so adjusted, as to 
have it always at the place from which the scale com- 
mences. Some barometers are furnished with a gauge 
or float, that in great elevations and depressions the 
observer may perceive when the mercury in the cistern 
sinks too low or rises too high. 

Let a b, fig. 1, be the glass tube plunged into the 
mercury in the cistern C, and D the surface-line of the 
fluid in the cistern level with the commencement of 
the scale, and adjusted to the particular height of the 
mercury in the tube, which has been actually measured 

from the surface of the cistern, in the construction of 
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the instrument (which height is called its neutral point) : 
when the mercury rises in the tube, a portion equal to 
that rise leaves the cistern, and the surface- 
line falls towards the dotted line e 3; and 
being lower than the surface from which its 
neutral point was measured, the actual varia- 
tion in the atmosphere is indicated too little : 
turn the screw f until the lines on the float } 
coincide, and the mercury then records the 
exact change: when depressions occur, the 
mercury sinking from the tube into the cis- 
tern raises the surface-line towards 9; mthis 
case the screw fmust be unscrewed until the 
leather at the bottom of the cistern be suff- 
ciently loosened to allow the mercury to as- 
sume its proper level at the surface D. 
When there is not a gauge to the baro- 
meter, the relative capacities of the cistern 
and tube are ascertained by experiment, in 
the construction of the instrument, and FA 
marked thereon ; as is also its neutral point, © 
In this case, when the mercury in the tube 
is above the neutral point, the difference he- 
tween it and the neutral point is to be divided by the 
capacity, and the quotient added to the observed height 
will give the correct height; if the mercury be below the 
neutral point, the difference is to be divided as before, 
and the quotient subtracted from the observed height 
will give the correct height. 
Let capacity for every inch of elevation of the mer- 
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Fig. 1. 
w 
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eury in the tube be equal to 4,, which, reduced to a 
decimal, will be 
i in. 


in. in. 
=0-025 for one inch., 0:013 for } inch, 0-007 for + in. 








in. 
Observed height... =30°400 Observed height......... 29-500 
Neutral point...... =30°000 Neutral point.........+6+ 30°000 
Difference above , Difference below neu- ‘ 
neutral point 400 tral pOint .......0000. — 


Add for capacity + :010 Subtract for capacity — °013 








Correct height ... 30°410 Correct height ......... 29°487 


The scale of the standard barometer used in fixed 
observatories is made moveable, and terminates in an 
ivory point, which is brought down to the surface of the 
mercury: when this point and its reflection appear to 
touch one another, the height indicated is correct. This 
kind of barometer requires no adjustment or correction 
for the cistern. 

The tubes of barometers vary in size: those of a large 
diameter are preferable, as the motion of the fluid is 
freer, and its friction against the sides of the tube is 
nearly inappreciable; tubes of small diameters require 
correction for capillarity, or the depression of the mer- 
cury caused by its adhesion to the sides of the tube. 

The range of the barometer, or the spaces passed 
through by the mercury in its extreme depressions and 
elevations, being limited to 32 inches, it is not usual to 
graduate the scale from the lower end of the tube: the 
divisions commence at 27 inches, and are continued to 
31 inches. The graduations on Troughton’s mountain 
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barometers for measuring great elevations, commence 
at 15 inches and are carried on to 33 inches. Each 
inch is divided into ten equal parts, and these parts are 
subdivided into hundredths by means of a Vernier (so 
named from Peter Vernier, its inventor). The Vernier 
(A, fig. 2 & 8) is ‘a moveable plate, one inch and one- 
tenth of an inch (together equal to 14) in length ; these 
eleven-tenths are divided into ten equal parts, each part 
being equal to one-tenth of an inch and one-tenth of a 
tenth, together equal to eleven hundredths. When the 
pointer of the Vernier coincides with a division of the 
barometer scale, as in fig. 2, each division of the Vernier 
will exceed each division of the scale respectively by 1, 2, 
3, 4, 5, 6, 7, 8, 9, 10 parts, whose denominators are the 
number of parts between a, b; the excess of each division 
being ;4, of a tenth or Too ro Of a tenth or +2,, 55, of 
a tenth or +35, +4, of a tenth or too» &e. The pointer 
in this position reads off to inches and tenths, viz. thirty 
inches and one tenth, expressed in figures 30°10 inches. 
When the pointer does not coincide with a division of 
the scale as in fig. 8, observe which division of the Ver- 
mier does coincide ; and the number placed against that 
division of the Vernier will be the number of hundredths 
to be added to the inches and tenths. In fig. 3, 7 co- 
incides with a division of the barometer scale, and there- 
fore 7 hundredths are to be added to the inches and 
tenths, and the reading is thirty inches, one tenth and 
seven hundredths, expressed in figures 30-17 inches. By 
an alteration in the divisions of the Vernier, the mountain 
and standard barometer are read off to +é> of an inch. 
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_.A thermometer is attached to the barometer to indi- 


Fig. 2. Fig. 3. 
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cate the temperature of the mercury in the cistern ; all 
bodies expand by heat and contract with cold; the ex- 
pansion of mercury is easily tested by exposing a mer- 
curial thermometer to the heat of a fire, or by placing 
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it in hot water: as the warmth increases, the mercury 
i = expand and ascend into the tube; as it diminishes, 
f it. will contract and fall towards the bulb; if the ther- 
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mometer be plunged into a mixture of pounded ice and 
common salt, from the intense cold produced by the 
conversion of the ice into water, the mercury will sink 
to zero, or 82° below the freezing-point of Fahrenheit Fe 
if the tube of the thermometer should not be long enough 
to admit of so low a graduation, the mercury will shrink 
into the bulb. The expansion of mercury is 3090 Of its 
bulk for each degree of Fahrenheit between. 82° and 
212°. For convenience tables have been computed, 
from which may be taken out, at sight, the amount to 
be subtracted from the height of the mercurial column, 
on account of the expansion of the mercury from tem- 
perature, 

The words Change, Fair, and Rain, engraved on the 
plate of the barometer, were placed there by the first 
observers of its variations: no great importance should 
be attached to them ; for from the observations of two 
centuries we find, that heavy rains, and of long conti- 
nuance, take place with the mercury at 29°5 inches or 
Change ; that rain frequently falls when it stands as high 
as 30°00 inches, or Fair; and, more particularly in winter, 
a fine bright day will succeed a stormy night, the mer- 
cury ranging as low as 29-00 inches, or opposite to Rain, 
It is not so much the absolute height as the actual rising 
and falling of the mereury which determines the kind 
of weather likely to follow. The late great elevation of 
30°90 inches in February of the present year 1849, was 
succeeded by a minimum of 29-25 inches, which produced 
a storm of wind so violent that the horizontal pressure of 
many of the gusts amounted to 20 Ibs. upon the square 
foot ; a pressure which is rarely exceeded, even when 
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- the barometer falls as low as 28°25 inches. This may 


appear extraordinary if we merely take into consideration 
the actual height of the column, and neglect the quantity 
of the fall which amounted to 1°65 inch. The mean 
height of the greatest observed elevations for the last 
thirty-eight years is 80°61 inches, and the mean height 
of the observed depressions for the same period is 28°69 
inches; therefore a fall in the mercury of 1:65 inch from 
the mean of the elevations would give a minimum of 
28-96 inches; a depression which is contemporary with 
violent storms, as it is within three-tenths of the mean 
of the lowest depressions of the barometer. 

In fixing the barometer great care must be taken to 
fix it perpendicular : a situation should be selected sub- 
ject to the least change of temperature, for which reason 
a northern aspect is preferable to a southern ; the height 
of the cistern of the barometer above the level of the sea, 
and, if possible, the difference of the height of the mer- 
cury with some standard, should be ascertained, in order 
that the observations made with it should be comparative 
with others made in different parts of the country. Before 
taking an observation, the instrument should be gently 
tapped to prevent any adhesion of the mercury to the 
tube, the gauge should be adjusted to the surface-lne 
of the cistern, and the index of the Vernier brought 
level with the top of the mercury. If the barometer 
have a Vernier which admits the light from behind, the 
lower part of the pointer must make a tangent with 
the convex part of the mercury inthe tube. In reading 
off the observation the eye should be on a line with the 

mercury ; as by placing it above, the reading would be 
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too low, and by placing it below, it would be too high. 
This difference in the manner of reading off is called 
error from parallax. It is indispensable that a reading of 
the attached thermometer be made simultaneously with 
the observation of the height of the mercury. Accuracy 
is the spirit of observation. A careful reading of inches, 
tenths and hundredths produces excellent results: the 
Tooo Place is better left to the skill of the old observer 
who is usually obliged to estimate it, scarcely any baro- 
meter being graduated with sufficient precision to trust 
to the divisions for so small a quantity. 

The barometer is slightly affected periodically during 
the twenty-four hours: at 9 a.m. and 9 P.M. it stands 
higher, and at 3 a.m. and 8 p.m, it stands lower; the 
mean annual difference amounts nearly to °08 of an inch. 
These four periods of the day have been recommended 
for observation by the Committee of Physics of the 
Royal Society. It is usual, for the sake of comparison, 
to reduce the observations to 32° of Fahrenheit. 


im. 
fz. Tf barom. stood at 29-900 therm, attached 54°, 
Correct for temp. —-057 (by table), 
Height of barom. at 
temp. of 32° hes ~ 
The wheel-barometer, from its construction, cannot 
be trusted to for correct heights ; it merely shows if the 
mercury be in a rising or falling state: it may rather 
be considered as an ornamental piece of furniture than 


as having the slightest pretensions to a scientific instru- 
ment, 
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Mean height of the Barometer at noon for Greenwich, 
secutive years’ observations, viz. from 1819 to 1844, 
60 feet above the level of the Sea. 


Day of “i January. | February. | March. April. 


month. 








1, 29:987 
2. 997 
3. 971 
4, 892 
5. "964 
6. 977 
7. 981 
8. 30-020 
9. 30°014 
10. 29°876 
1] "807 
12 885 
13 ‘806 
14 "819 
15 "863 
16 897 
17. 920 
18 “956 
19 889 
20 "885 
21 “890 
22 “865 
23 "889 
24 903 
25 922 
26 876 
27 “899 
28 "869 
29 898 
30 ‘866 
31 29-881 


—_—_ SF 
ee a 
ee 


29-859 | 29-857 ae 


Means. | 29-909 








29°831 | 29-763 | 29-909 
‘748 791 843 
"851 774 915 
‘807 ‘766 944 
“886 828 959 
919 796 873 
851 ‘739 835 
‘911 777 "852 
924 821 "847 
954 “866 882 
964 "869 848 


Fr ae 880 838 
liviiakes ‘902 | 29-832 
besetva ge 29°925 | ceccccoee 





May. June. 
29-881 | 29°94] 
876| 904 
834 | ‘879 
815 | 855 
819 | 860 
-g22 | -912 
‘859 | 939 
‘861 | 911 
964 | 914 
89 | 917 
908 | 935 
878 | 964 
838 | 934 
862 | -895 
$57 | $87 
856 | 934 
-888 | -930 
-867 | “893 
898 | 901 
882 | 885 
917 | 895 
939 | 884 
944 | -900 
395 | 893 
877 “905 
848 | 904 
991 | -920 
936 | 911 
947 | 956 
.964 | 29-955 
99-957 | ..ec.-es 
29-884 | 29-910 
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Kent, for every day of the year, deduced from thirty con= 


and reduced to 32° Fahrenheit. Assumed elevation 


July August. |September.| October. |November.|December, | Day we thee 
d SS ee eee ed 
4 














onianteenenemaal 





Leeememenene et 





29'921 | 29-945 | 29-881 | 29-747 | 29-814 | 99-778 
‘918; 928) +919) -s34| -gig|  - 
‘915 | 869 | 928} -902] -789 
| 925 | 826] -913] -s96| -793 
| 902 | 862 | 904} 9-907 | —--785 
"903; 868] -860] -397|  -789 


Ja) 
S 
Ta) 
£5 CONT Sp St GO BO 


"868 
"899 904 852 863 782 839 
‘878 "902 805 *875 “794 809 
"912 "886 843 883 "853 869 ‘ 
; "926 869 "844 875 “764 "927 10. 
865 884 896 836 802 "950 1]. 
"849 "925 896 851 846 928 12. 
( 871 888 *922 917 801 ‘919 13. 
°887 809 893 925 744 ‘962 14, 
| "874 822 881 “924 756 943 15. 
937 884 887 868 739 885 16 


939 ‘927 917 “842 ‘879 “825 17. 

‘827 ‘919 “889 893 917 “745 18. 
. 821 921 929 “862 944 “851 19. 
804 893 912 “822 906 815 20. 
) “846 ‘892 840 “874 783 874 


. 22. 
899 889 ‘839 764 761 851 23. 
896 904 “809 704 797 815 24, 
922 908 858 7A 839 868 25. 
955 914 875 813 829 907 26. 
957 925 *839 814 858 : 


912) 892 | -789| -863| -655|- -9929| 99, 
‘861 | “894 | 29-821 | 838 | 99-745 | «- 
29-889 | 29-865 


| 29'894 | 29-890 | 29872 | 29-851 | 99-801 | 29-884 | Means. 



























































The foregoing table of the daily mean heights of the 
barometer for Greenwich for every day of the year is the 
result of thirty years’ observations made in one locality, 
and, with few exceptions for so long a period, by one 
person. The instrument by which the greater number 
were registered is by Watkins and Hill, the tube of which 
has a bore ;6,ths of an inch in diameter. The table is 
original, and it may assist in confirming that, at certain 
seasons of the year, great periodic atmospheric maxima 
and minima take place. The greatest daily mean pressure 
for the year, which a consecutive five years’ observations 
will not only verify but increase, occurs about the 9th 
of January, and the minimum daily mean depression 
towards the end of November. It is a remarkable co- 
incidence, that the lowest daily mean temperature for 
thirty years occurs on the 8th and 9th of January, and 
the daily mean temperature for November rises suddenly 
four degrees in the last few days in November. 

The greatest monthly mean pressure occurs in June, 
and the lowest in November. 

From June the monthly mean pressure declines till 
November, when it again rises and attains a second 
maximum in January; and again falling, comes to its 
second minimum in March. 

The mean annual pressure for noon at Greenwich is 
29°872 inches. 
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A Table of the greatest and least observed heights of the 
Barometer for the last thirty-eight years, taken at 
Greenwich, and reduced to 32° of Fahrenheit. 


Date| Greatest Least Greatest || Date| Greatest Least 


Greatest 
of the| Observed | observed annual |lofthe| Observed | observed annual 
year, height of | height of range. year, | height of | height of range 

barometer.|barometer. barometer. |barometer, 














el) 





Seemed 


1811) 30-46 28°68 1:78 ||1830| 30-63 28°61 | 2:02 
1812} 30°55 28°50 2°05 1831} 30-58 28°93 | 1:65 
1813} 30-47 28°65 1:82 ||1832|) 30-64 29:12 | 1:52 
1814) 30-40 28°21 2°19 |/1833) 30°71 28°77 | 1:94 
1815} 30-63 28°86 1-77 ||1834| 30-66 29°13 | 1:53 
1816; 30°67 | 28-72 1:95 ||1835) 30-84 28°74 | 2-10 
1817) 30-63 28°51 2°12 ||1836) 30-69 28-62 | 2-07 
1818) 30-62 28°54 2:08 ||1837} 30-68 28°77 | 1:91 
1819} 30-52 29°11 1-41 {1838} 30-58 28°61 | 1:97 
1820! 30-75 28°67 2°08 ||1839) 30-57 28:97 | 1-60 
1821} 30-82 27°99 2°83 1840! 30-68 28:59 | 2-09 
1822; 30°70 | 29-11 1-59 ||1841) 30-49 28°82 | 1:67 
1823) 30-62 28°60 202 11842) 30-58 28°69 | 1-89 
1824) 30°57 28°46 211 1843) 30-54 28:20 | 2:34 
1825, 30-89 28°74 2°15 |\1844) 30-53 28°63 | 1:90 
1826, 30°57 | 28-80 1:77 1845) 30-57 28:77 | 1:80 
1827; 30-70 28°77 1-93 |\1846) 30-66 28°66 | 2-00 
1828) 30°55 28°92 163 ||1847| 30-53 28°48 | 2-05 
1829, 30°59 28°92 167 |\1848| 30-48 28°40 | 2-08 


SERRE Led SE RS Cee, 

In the preceding table the maximum elevation for the 
period of thirty-eight years occurred in 1825, when the 
mercury stood at 30°89 inches; in 1821 it however 
reached 30°82 inches; in 1835, 30°84 inches 3; and in 
February 1849, 30°86 inches. It is recorded that Sir 
George Shuckburgh, in 1778 in London, observed the 
barometer at 30-935 inches, which he believed to be the 
greatest elevation ever seen. 


In the extreme depressions, those of 1821 and 1843 
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differ only by 21 hundredths: the first occurred on the 
25th of December, when a Troughton’s mountain-baro- 
meter at the Royal Observatory sunk as low as 27:89 
inches. (See Pond’s ‘ Greenwich Astronomical Observa- 
tions, 1821.’) A heavy rain of some hours’ duration, 
with the wind at south-east, had preceded the minimum 
pressure ; a gale from the north-west followed, in which 
the mercury rose a few tenths. 

The depression of 1814, 28:21 inches, happened at 
the close of the great frost, and was likewise preceded 
by a stormy wind from south-south-east and much rain. 

The difference of the extremes of the elevations is 
0°49 inch. 

The difference of the extremes of the depressions is 
1:14 inch. 

The following is the progress of the great depression 
of January 138, 1843. 

















fis dings ee State of the weather. 
2am! 29-02 Sky overcast with cirro-stratus : ground covered 
with snow : temperature 30°. 
5. 28°72 |Rain and wind. Direction S. 
(E 28°54 Wind oe 
8. 2848 ind unusually violent. 
‘45. | 28-41 {Dense nimbi. Thunder and lightning. 
9°15. | 28:40 |Dense nimbi. Rain and Wind } Wina S:S.W. 
“4 i Tremendous squalls. 
Nocti: ae Showers of rain discharged horizontally from nimbi. 


: P.M. i Wind blowing a hurricane from S.W. 
3. 28-34 More moderate, 

4-30. | 28:37 Eales as violent as before, blowing down trees. 
tt 28°48 Direction of wind W. 

j10. 28°68 {Steady heavy gale from W. with scud. Temp. 38°-5. 
Co ELD: ES GE Ry EGER ANA BTS ERDE MERE 
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It may be proper to observe, 


that neither extreme 
elevations nor 


extreme depressions occur suddenly, the 


mercury being usually for some few days preceding 


them in a gradually rising or falling state. 
The horizontal 


pressure of the most violent gusts was 
20 and 25 Ibs, 


on the square foot, the wind having a 
velocity of 60 and 80 miles an hour. 


A Table showing the age, declination, and position of the 


Moon in her orbit, in some of the most remarkable ele- 
vations of the Barometer. 





Date of the} Day of the Height of the 











Moon’s |Moon’s de- Position of the 
year, month, barometer, age. clination. pig tts her 
1816. | Dec. 1! 30-67 14 1IN. | Apogee. 
1820. | Jan. 9 30°75 25 15S; Mean. 

1821. | Feb. 6 30-82 5 10 N. Perigee. 

1822. | Feb. 28 30°70 8 27 N. Perigee. 

1825. | Jan. 9 30-89 22 =| Equator. Perigee. 

1827. | Dec. 28 30°70 10 20 N. | Apogee. 

1833, | Jan. 8 30°71 18 15 N. Perigee. 

1835, | Jan. 2) 30-84 3 18 S. Mean. 

1836, | Jan. 2 30-69 14 26 N. Apogee. 

1837, | Oct. 14 30°68 15 14N. | Past perigee. | 
1840, | Mar. 8 30°68 4 22 N. Perigee. 

1849, | Feb. 11 30°86 18 


Equator.| Mean. 
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A Table showing the age, declination, and position of the 
Moon in her orbit, in some of the most remarkable de- 
pressions of the Barometer. 


Position of the 


Date of the|Day of the |Height of the Moon’s |Moon’s de- ; 
y a clination. Moon in her 


























year. month. | barometer. age. ‘bik: 
1814. | Jan. 29| 28-21 8 15 N. | Near perigee. 
1817. | Dec. 8| 28°51 New. | 26N. | Perigee. 
1818. | Mar. 4 28°54 29 26S. | Mean. 
1821. | Dec. 25 27°99 3 25S. | Perigee. 
1824. | Nov. 23 28°46 4 20S. | Apogee. 
1830. | Jan. 20| 28°61 27 17S. | Past apogee. 
1836. | Feb. 2 28°62 Full. 16. N. | Perigee. 
1838. | Nov. 28 28°61 12 16 N. | Perigee. 
1840. | Nov. 13 28:59 19 24.N. | Past perigee. 
1843, | Jan. 13| 28:20 13 24 N. | Mean. ) 
1847. | Dec. 6| 28-48 28 17S. | Apogee. 
1848. | Feb. 26 28°40 21 16S. | Apogee. 
ee ai i 
. « 
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Phenomena of the Barometer. 


Strong winds in the winter from the west with a steady ) 
high pressure, invariably bring a high temperature and 
very little rain ; with winds from the east, a low tempera- 
ture and sharp frosts. 

If the mercury fall during a high wind from the 
south-west, south-south-west, or west-south-west, an 
increasing storm is probable; if the fall be rapid, the 
wind will be violent, but of short duration; if the fall 
be slow, the wind will be less violent, but of longer con- 
tinuance ; the disturbing cause is probably the same in 
each case, but its intensity unequal: nearly all our 
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28 
high winds from the south-west come with a falling 
barometer. 

If the depression of the mercury be sudden and con- 
siderable with the wind due west, a violent storm may 
be expected from the north-west or north, during which 
the mercury will rise to its former height. 

If the mercury fall with the wind at west, north-west, 
or north, a great reduction of temperature will follow ; 
in the winter severe frosts, in the summer cold rains, 

A steady and considerable fall of the mercury during 
an east wind denotes that the wind will soon go round 


to the south, unless a heavy fall of snow or rain imme- 


diately follow; in this case the upper clouds usually 


come up from the south. The deep snow of the severe 
winter of 1814 was a notable instance. 

The lowest depressions occur with the wind at south 
and south-east, when much rain falls, and frequently 
short and severe gales blow from these points. In the 
winter months, sudden depressions of the mercury with 
the wind in these quarters are attended with electrical 
phenomena. 

A fall of the mereury with a south wind is invariably 
followed by rain in greater or less quantities. 

A falling barometer with the wind at north brings 
the worst weather: in the summer 


, ain and storm fol- 
low; in the winter and spring, deep snows and severe 


frosts. This case is of rare occurrence, 


A great depression of the mercury during a frosty 
period brings on a thaw: if the wind be south or south- 
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east, the thaw will continue; if the wind be south-west, 
the frost will be likely to return with a rising barometer 
and northerly wind. 

Great depressions in the summer months are attended 
with storms of wind and rain with thunder and hail: 
cold unseasonable weather generally succeeds these de- 
pressions. 

Great depressions at all seasons are followed by 
change of wind, and afterwards by much rain. 

During a period of broken cold weather in the winter 
months, with the wind at north or north-north-west, 
a sudden rise of the mercury denotes the approach of 
rain and a southerly wind. 

During a steady frost with the wind at north, north- 
east, or east, a continued slow rising of the mercury 
indicates snow and cloudy weather. 

If the mercury rise with the wind at south-west, 
south, or even south-east, the temperature is generally 


high. 


Great elevations in the summer are attended with dry, 
warm weather. 

_ A rising barometer with a southerly wind is usually 
followed by fine weather. In the summer it is dry and 
warm; in the winter, dry with moderate frosts. This is 
of rare occurrence. 

When the mercury is very unsteady during calm 
rainy weather, it denotes that the air is in an electrical 


state, and that thunder will follow. 
In the summer months, if a depression of two or three 
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tenths of the mereury occur in a hot period, it is at- 
tended with rain and thunder, and succeeded by a cool 
atmosphere. Sometimes heavy thunder-stornis take 
place overhead without any fall of the mercury; in 
this case a reduction of temperature does not usually 
follow. 

If after a storm of wind and rain, the mercury remain 
steady at the point to which it had fallen, serene weather 
may follow without a change of wind ; but on the rising 


of the mercury, rain and a change of wind may be ex- 


pected.. 

During a series of stormy weather the mercury is in 
coustant agitation, falling and rising twice or thrice in 
the space of twenty-four hours, the wind changing alter- 
nately from south to west, and backing again to the 
south: this alternation of winds continues until the mer- 
cury rises to a bold elevation, when it ceases, and the 
weather becomes settled. | 

Storms of wind, especially when accompanied with 
much rain, produce the greatest depressions of the mer- 
cury. No storm of wind on record has blown without 
some rain falling, although the time of its falling and 
its amount have been variable: sometimes the rain has 
increased with the increasing storm and sinking mer- 
cury; at other times the rain has fallen suddenly at the 

close of the storm, or at the time of the minimum pressure, 
No great storm ever sets in with a steady rising baro- 
meter. 

As far as regards the locality of Greenwich, the most 
violent gusts of wind come from due south, and those 
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next in violence from due north ; in both mstances the 
mercury remains stationary at its minimum point during 
the greatest horizontal pressure: the winds from these 
quarters are of short duration, and limited in their extent. 
The ordinary south-west gales will blow unremittingly 
for twenty-four hours, and will sweep over the whole 
of the British Isles. | 

Note. Although a rising mercury attends a northerly 
wind, great depressions occur previously to a great storm 
coming from that quarter, - 

In England, the winds which blow for the greatest 
number of days together without intermission, are the 
west and west-south-west : they blow chiefly during the 
winter months, and are the principal cause of our mild 





winters. 
The east and east-north-east are the winds the next 


most prevalent. The great antagonist winds, the north 
and south, are the origin of our most violent storms. 

The westerly winds surge mostly by night, and their 
average force is twice that of the easterly winds. 

The easterly winds are generally calm at night, but 
blow with some power during the day. 

On an average, sunrise and sunset are the periods of 
the twenty-four hours in which there is the least wind. 
An hour or two after noon is the period when the wind 
is the highest. 

As a general rule, when the wind turns against the 
sun, or retrogrades from west to south, it is attended 
with a fallmg mercury ; when it goes in the same dtrec- 
tion as the sun, or turns direct from west to north, 
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the mercury rises, and there is a probability of fine 
weather, 

It never hails in calm weather. When hail falls, it is 
during sudden gusts of wind, 
while the hail is actually falling, 

If the weather during harvest-time has been generally 
fine, and a fall of the mercury with a shower occur,—if 
the wind turn a few points to the north and the baro- 
meter rises above 80 inches, the weather may be ex- 
pected to be fair for some days. 

When there is only one current of air subsisting in 
the atmosphere, there is seldom much variation in the 
height of the mercurial column. It is when two or 
more strata of the air are in motion in different direc. 


tions at the same time, that great fluctuations of the 
mereury occur, 


and the mercury rises 


In high pressures, the upper current usually sets from 
the northward; in low pressures it sets from the south 
and south-west. 

The variations of the barometer 


are always greater in 
the winter than in the summer. 


Of the Clouds, 
Howard’s Nomenclature. 
Cirrus. Cumulo-Stratus. 
Cirro-Stratus. Stratus. 
Cirro-Cumulus, N imbus, 


Cumulus, Seud. 
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The Cirrus cloud is seen at all seasons of the year, 
and at all heights of the barometer. It occupies the 
most elevated regions of the atmosphere, and is sup- 
posed to be above the limit of perpetual congelation (in 
our latitude about 6000 feet). It is easily distinguished 
from all other clouds by its delicate, fibrous, thread-like, 
curling or feathery texture; it lies in light patches on 
the blue sky, sometimes so faintly that the eye can 
scarcely discern it; its motion is very slow, and in se- 
vene weather with a high pressure it will retain its form 
unaltered for many hours. If the mercury be falling, 
its changes are rapid; and on the approach of rain its 
delicate texture becomes confused, and 1s ultimately lost 
in one dusky mass, resembling ground glass. During 
these changes the Cirrus has been descending ; and its 
peculiar characteristics having disappeared, it assumes 
a new nomenclature, the Cirro-Stratus. The progress- 
ive increase of the Cirrus cloud’is generally from the 
west. 

The Cirro-Stratus is likewise in the higher regions of 
the atmosphere, and is seen at all seasons of the year: 
it is the immediate precursor of rain or wind and of a 
falling barometer. Sometimes it spreads itself over the 
heavens so attenuated, that the sun, though it shines 
through it, casts its shadows indistinctly ; at other 
times it spreads itself in lurid darkness, threatening 
storm and tempest, but terminating in rain or wind. 
If, after a rapid rise in the mercury, this cloud make its 
appearance in bars, or streaks which seem to converge 
in the horizon, rain shortly follows. It is in the Cirro- 
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Stratus 


cloud that halos, parkelia, paraselene, &c. are 
formed. 


The Cirro- Cumulus, or warm-weather cloud, attends 
a rising barometer. This pretty modification is often 
formed from the Cirrus. The Cirro-Stratus will also 
frequently after rain dissolve into Cirro-Cumulus, an in- 
dication that the frozen mass of which the Cirro-Stratus 
is formed is thawed on its descent into a warmer atmo. 
sphere ; where becoming attenuated, it breaks and splits, 
leaving clear blue sky between the small round patches 
of cloud, which take the name of Cirro-Cumulus. This 
cloud is often seen alone in the higher regions; it then 
assumes a dappled appearance, or what is popularly 
called a mackerel-back sky. Coloured Corone have their 
origin in this cloud. 

The Cumulus cloud is scen chiefly in the spring and 
Summer months. Its form, when viewed sideways, in- 
creases from above in dense, convex heaps; in showery 
weather it is tufted with the Cirro-Stratus, and in the 
interval of the showers its texture is fleecy and its form 
changes rapidly. In hot weather it often appears sta- 
tionary with a flattened base, its rock-like summits 
shining with a silvery light. If during a fine morning 
this cloud suddenly disappear, and it be followed by the 
Cirro-Stratus cloud with the wind backing to the south, 
the mercury falls, and rain soon follows. 

The Cumulus is the day cloud: its great density 
keeps off the too scorching rays of the noonday sun; it 
usually evaporates an hour or two before sunset. When 
it increases after sunset, and shines with a ruddy cop- 





















































per-coloured light, it denotes a thunder-storm. The 
Cumulus frequently attends a rising barometer. The 
Cumulus is uncommon during the winter months. 

The Cumulo-Stratus cloud is most frequent in the 
spring and summer months. It indicates thunder- 
gusts, showers of hail and sudden changes of the wind. 
It is the densest modification of cloud, and as it passes 
overhead it causes a reduction of temperature. Its form 
is compounded of the rocky Cumulus, the Cirro-Stratus 
and Cirro-Cumulus; its texture is puckered or corru- 
gated, and before thunder it becomes deeply fringed, so 
that it appears to touch the ground. It forms the basis 
of great thunder-storms, its electrical character attracting 
clouds and seud from all quarters of the heavens, which 
uniting confusedly, constitute that indescribable black 
mass always antecedent to storms of thunder and light- 
ning. 

‘The effect’ of the Cumulo-Stratus cloud on the mer- 
cury appears to be to give it a tendency to rise. 

The Nimbus is a modification of the Cumulo-Stratus 
cloud seen in profile during a shower. Its course can 
be distinctly traced on land, by the dark mist occa- 
sioned by the rain then actually falling. The Nimbus 
is never seen with the barometer at great elevations. 

The rainbow is the lovely attendant of the Nimbus 
cloud only. 

The Stratus is the cloud nearest the ground. It is 
formed from the sudden chill of certain strata of the at- 
mosphere, which condensing the vapour contained inthem, 
renders it visible in a misty cloud or creeping fog. Calm 
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weather is essential to the formation of the Stratus - 


3 it is 
frequent infineautumnal nights andmornings, sometimes 
resting on the 


ground, sometimes hovering some hundred 
feet above it. It obscures the sun until his rays have raised 
the temperature of the air sufficiently to evaporate it, 
when it gradually disappears and leaves a clear blue sky. 
The Stratus deposits moisture: and when the tempera- 
ture, from radiation or other causes, sinks below 82°, 
we find it fettered in icy spicule upon trees and shrubs, 
and sparkling in exquisite frostwork upon all nature. 

The Stratus is called the night cloud, and is most 
frequent from September till January. It has no sen. 
sible effect on the barometer. 

Scud is, with the exception of the Stratus, the lowest 
cloud. It is most commonly seen during the winter 
months, with every wind that blows and with all press- 
ures of the atmosphere. It always moves in the direc- 
tion of the wind, and apparently with great rapidity. 
It is more frequently seen after rain than at any other 
period. In our westerly gales in winter, it continues 
for days together, deforming the sky with its large, 
loose, shapeless masses, 

It is not uncommon to observe two or three strata of 
clouds moving in different directions ; the lowest follows 
the direction of the wind blowing at the time near the 
surface of the earth; the upper strata follow the eur- 
rents in the upper regions of the atmosphere ; which may 
be in opposite directions. Before thunder and heavy 
rain this is of usual occurrence, the barometer at the 
time being low or in a falling state. 
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In hot sultry weather, especially after a slight fall of 
the mercury, small clouds sometimes suddenly form on 
a clear blue sky, and as suddenly vanish ; this is a sure 
sign of electricity. If the clouds are without any pro- 
gressive motion and increase rapidly, a storm will in all 
probability be in the vicinity; but if they move hur- 
riedly towards any particular quarter of the heavens, the 
storm will be in the direction whither the clouds are 
seen to hasten: these signs of thunder are seen, though 
the storm may be 150 miles distant. 

Much has been accomplished towards gaining a know- 
ledge of the forms and modifications of the clouds by the 
classification of Luke Howard. Still, in certain states 
of the atmosphere, when the clouds mix confusedly and 
change their forms abruptly, it is difficult for the mex- 
perienced to class them; the prevailing modification of 
the day, in connexion with the movement of the baro- 
meter, is however sufficient to establish the character of 
the weather. — . 

The splendid crimson contrasting with the delicate 
azure of a fine autumnal sunset, and the golden flood en- 
croaching upon the deep blue of a summer’s sunrise, 
are chiefly referable to the lofty Cirrus and Cirro-Cu- 
mulus clouds. Perhaps no climate in the temperate 
zone can boast, during the fine period of the year, of 
clouds of so many beautiful and so varied forms as 
Great Britain. They are the production of Great Na- 
ture’s hand, and are anticipated with equal delight by 
the eee the meteorologist and the contemplative 
mind. 
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A Table showing the average quantity of Rain at Green. 
| wich, Kent, for each month of the year, deduced from 
| twenty-five consecutive years from 1815 to 1839. 








a oe : orem Least , 
Onan yenes F aeialty of: rain recorded | ent 
month, in one month. jin one month, 
OREO SORB eee enel RRUIR ve ini i 
fOUUA Eo 1:57 4:833 0°30 
Pat, February 3,050). 1:56 3°690 0°04 
cg ouktio eee Se OS 1-71 3°450 0°40 
i PO ee 1-83 4-790 0:06 
WOR st ne 2-01 4°160 0:50 
FORO Ss sect a 1-9] 4-260 0°59 
dae Lee 2°41 6°650 0-10 
UME 2°33 4°655 0:07 
September ........,... 2°50 4°795 0°65 
October .....6.....600, 2:52 5:070 0°53 
November ....,....... 2°49 4330 0°85 
ecember ............ 2°25 4:540 0-08 
\ Se ae SR 
Mean annual depth...! 25-09 





From the above synopsis, it appears that the greatest 
average quantity of rain falls in October and the least 
in February. 

The heaviest rains, or those which yield the greatest 
quantity in the gauge, come down in the summer and 
early autumnal months. In the summer an inch and a. 

half will sometimes fall in less than an hour in short 
but impetuous torrents ;.In the autumn the same quan- 
tity will occupy many hours in falling: 

In winter the number of wet days exceeds that of the 
summer period; the average fall of a winter’s rain is 
seldom more than yo Of an inch an hour. 

The amount of snow for the twenty-five years is in- 
cluded in the above table, 


> 


c § 


Ce 


Snow yields ;4, of water to 1 inch fall in depth; or 
a fall of snow of 10 inches in depth on the level would 
be equal to 1 inch of rain. 


a eeeeeS=; 


* The following Table and Theorem are from Sir George 
Shuckburgh, and will show how the Barometer 1s used 
for ascertaining the Height of Mountains. 


TABLE I. 








Thermometer. 


Explanation of Table I. 


This table gives the number of feet in a column of 
the atmosphere equivalent in weight to a like column of 
mercury 51; of an inch high, when the barometer stands 
at 80 inches, for every 5 degrees of temperature ranging 


* To perform this operation accurately, two persons should take 
contemporary observations with two barometers and thermometers, 
the one at the bottom of the hill and the other at the top. 
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from 82° to 80° 3; and from this Table IT. has been con- 
structed as more convenient for general use :— 





Taxes II, 
A 
Thermo- Thermo- Thermo- 
meter, meter. meter. 
( 30 864-4 47 900-2 64 936-1 


Rule. 


Let =height of mountain required. 
| A=the mean height of the two barometers in inches. 
| a=the difference of the two. 
=the number in Table IT. corresponding to the 
mean height of the two thermometers. 
(Barometer at 30 inches.) 


in. 


Then # = ofa 
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Example. 

Suppose the barometer at the bottom of the mountain 
to stand at 30 inches, thermometer 60°; the barometer 
at the top 26°36 inches, thermometer 46°; required the 
height of the mountain, say Snowdon. The mean of 
the two barometers, or A, is 28°18 inches; their differ- 
ence, or a, 8°64 inches; and the mean of the two ther- 
mometers, or 6, 58°. In Table II. 913-0 is opposite to 
58°; therefore 

30 x 8°64 x 913-0 
53:18 = 3538:0 feet. 
i 
Table of Factors for deducing the Dew-point from the tem- 


perature of the air and the temperature of evaporation. 
(From the “Greenwich Magnetical and Meteorological 


Observations,” 1844.) 


Readings of the dry-bulb 
thermometer. Factor. 

















Between 28 and 29 5:7 
Dean! Eats: 5:0 
30 ... 3] 46 
31.4 32 3°6 

32 ... 33 31 

So << OF 28 
34%. 3B 2-6 

35. ..; 40 2-4 

40 ... 45 2:3 

45 .... 50 2-2 
50... 35 2-1 

55 ... 60 1-9 

60 ... 70 1:8 
Tn... ae 1-7 

1-6 

1:8 








oy 








—se. 
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Rule. 


Multiply the difference between the two thermo- 
meters by the factor corresponding to the temperature 
of the dry-bulb thermometer, and subtract the product 
from it; the remainder will be the temperature of the 
dew- or vapour-point. 


Let dry-bulb thermometer =66 
Let wet-bulb thermometer = 57 


Difference = -9 
1°8 
Product =16:2 
66°—16-:2=49°8 — dew-point. 


Dr. Apjohn’s formula for finding dew-point is— 


Above 32°, Below 32°. 
os 234 
tf Ss n—ftL © y A 
Til ee ese fee aa 


Where 

f" represents the force of aqueous vapour at tempera- 
ture of dew-point. 

f' represents the force of vapour at temperature of eva- 
poration. 

d represents the difference between dry and wet ther- 
mometers. 

h height of barometer. 














ee a ee a 


SARE TIE PTE SPN ie ag Te RAPE 


A Table showing the elastic force of aqueous vapour for 
every degree of Fahrenheit from 0° to 80°. 


Thermo- 
meter. 
Fahren- 
heit. 


—— 


OAS) St HR OO LO Ht So 





Force 
of 


aqueous 


vapour. 





Thermo- 
meter. 
Fahren- 
heit. 


Force 
of 
aqueous 
vapour. 


in. 

0°167 
173 
179 
186 
"192 
199 
207 
214 
"222 
‘230 
238 





Thermo- 
meter. 
Fahren- 
heit. 





Force 
of 
aqueous 
vapour. 





—~ I. 





a 





— 
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A Table of the velocities and pressures of the Wind. 





Force in 

Miles Tbs. on 

per hour. | square 
foot. 


eat toes 





5 0°12 Gentle breeze. 

10 0°49 ‘ 

15 Vl A brisk gale. 

20 1:97 | Very brisk. 

= a High winds. 

40 8 

45 bes } Very high. 

50 12-30 A storm. 

60 16-71 A great storm. 

80 31°49 | | Tears up trees and destroys 
100 49°20 all before it. 





Depression of Mercury in glass tubes, or corrections to 


be added for capillary attraction. 





Diameter 


re) 
tube. 





in. 

0-020 
0-015 
0-007 
0-005 
0-002 








Temp.| Inches. 
of Fahr, 24°5 


cece ee LS TS | LD | LS | LL | 


J4 | +-010 
26 006 
28 | +:001 
30 | —-003 
32 008 
34 012 
36 ‘017 
38 | -021 
40 025 
42 030 
44 034 
46 038 
48 043 
50 047 
52 052 
54 056 
56 -060 
58 064 
60 069 
62 073 
64 078 
66 082 
68 -O86 
70 091 
72 095 
74 099 
76 103 
78 108 
so | —-114 


Tapes, PITRE AES ES SUSE NROR RCE Renit VIDUALS SVC Sete To mae oe SES SE ene EE 


Enter with approximate height of the barometer at 
on the side of the page; then take out the correction 


Corrections for Temperature to be applied 


Inches. 
25°0 


40 


Inches. 
25°5 


26°0 26°5 27°0 
+011 | +011 | +-011 
006 | -006 | -006 
+001 | +:001 | +-001 
—004 | —-004 | —-004 
008 | 008 | -008 
013 | +013 | 013 
017 | +018 | 018 
022 | +023 | 023 
027 | 027 | 028 
031 | +032 | -033 
036 | -037 | 037 
041 | 042 | 042 
045 | 046 | 047 
050 051 | 052 
055 | 056 | -057 
059 | -060 | -062 
064 | -065 | -066 
068 | 070} 071 
073 | -075 | 076 
078 | -079 | -081 
033 | 084 | -086 
087 | -089 | -090 
091 094 | -095 
096 | -098 | -100 
‘101 | 103 | 105 
106 | 108 | -110 
‘110 112 | -1l4 
115 | 117 | -119 
—-119 | —-122 | —-124 


Ww 


: 
| 


Al 


to Barometers mounted on brass scales. 


27°5 


122 
—°126 


Inches, 


Inches. 


28°0 


Inches, 
28°5 





+° O11 +012 


006 
+001 
—"004 

‘009 
014 
019 
024 
029 
034 
039 
044 
049 
054 
059 


124 
—129 


‘006 
+:001 
—°004 

009 

014 

019 

024 

029 

034 

040 
045 
050 

055 

060 

065 

070 
075 
080 

085 

090 

096 

101 

106 

111 

116 

12] 

126 

131 





Inches. 
29°0 


007 


Inches, 
29°5 





007 


+-001 | +-001 


—°004 
009 
014 
‘020 
025 
030 
035 
040 
045 
051 
056 
061 
066 
071 
077 
082 
‘087 
092 
097 
"102 
108 
“113 

118 
123 
128 
133 


—°004 
009 
015 
020 
025 
030 
036 
041 
046 
052 
057 
062 
067 
073 
078 
083 
088 
094 
“099 
°104 
109 
“115 
*120 
"125 
"130 
136 


Inches, 
30°0 





007 
+001 
—°004 

009 
015 
“020 
026 
031 
036 
042 
047 
052 
058 
063 
068 
074 


Inches, 
30°5 









en re | assets 


+012 | +-012 | +- o12 +-012 


007 
+'001 
—°004 

010 
O15 
020 
026 
031 
037 
“42 
048 
053 
059 
064 
070 
075 

081 

086 

091 

097 

"102 

108 

113 

119 

124 

129 

135 
—°140 


the top of the table, and the degree of the thermometer 


with its proper sign. 
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Corrections for Temperature to be applied to Barometers 
mounted in wood*. 
























Tempera- 
ture. 


* The corrections in the above table are due to the expansion of mercury only. 


Inches. 
28'5 


+:017 
‘O15 
‘012 
“009 
‘007 
-005 
+002 
“000 
— 002 
005 
“007 
010 
‘013 
“015 
018 
*020 


Inches. 
29°0 


Inches. 
29°5 


+:018 
‘O15 
012 
010 
‘007 
005 
+003 
‘000 
—-002 
005 


Inches. 
30°0 


+018 
015 
“012 
010 


Inches. 
30°5 


a | 


4-018 
‘O15 





a, fe 
* _- . 





a 
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Corrections for Temperature to be applied to Barometers 
mounted in wood—(continued). 








Tempera-| Inches, Inches. Inches, Inches, Inches. 
ture, 28°5 29°0 29°5 30°0 30°5 
63 — 077 | —-077 | —-078 | —-080 | —-081 
64 “080 080 081 083 084 
65 ‘081 082 083 085 086 
66 084 085 086 087 088 
67 "088 088 089 "090 091 
68 "090 -090 091 093 094 
69 092 092 093 095 097 
70 093 "094 096 098 100 
71 096 097 098 100 "102 
72 099 099 10] 103 105 
73 "102 "102 "103 "106 108 
74 "104 105 106 "108 ‘lll 
75 105 107 "109 "112 114 
76 107 109 112 “115 117 
77 110 "112 114 117 "120 
78 112 "114 "117 "120 °123 
79 “115 117 “120 “123 127 
80 —117 | —-119 | —-122 | —-J9g | —-139 


) | 

Enter at the top:of the table with’ the approximate 
height of the barometer, and on the left side of the page 
with the degree of the thermometer; take out the cor- 


rection with its proper sign. In this table all correc- 
tions above 32° are to be subtracted. 


in. 
Let barometer read . . 29°-500—therm. attached = 68° 
Correction by table . . —-091 
Correct height for 82° 29-409 
































THE ANEROID BAROMETER. 


A new instrument, the Aneroid Barometer, has lately 
been invented by M. Vidi of Paris, for ascertaining the 
variations of the atmosphere: its action depends on the 
effect produced by the pressure of the atmosphere on a 
metallic box from which the air has been exhausted and 
then hermetically sealed. It has already been explained 
that the weight of the column of the mercurial baro- 
meter is conterpoised by the weight of the atmosphere, 
and that the variations in the weight of the atmosphere 
are shown by the variations in the /ength of this column, 
and measured in inches and tenths; but in the Aneroid 
an index traversing a dial records the changes in the 
weight or pressure of the atmosphere on a given surface, 
suppose a square inch; it would therefore have greatly 
facilitated the comprehension of the action of the instru- 
ment had the dial been graduated to show the difference 
of the atmospheric pressure, in absolute weight or pounds. 
Though for purely scientific purposes the Aneroid is at 
present far removed from competition with the mercurial 
barometer, it nevertheless has some advantages in its 
extreme sensibility and its portability. Much has been 
urged against its variations from temperature; the 
writer has made experiments with his own instrument 
and with many sent him for comparison by Messrs. Wat- 
kins and Hill: in a range of temperature from 28° to 80°, 
the variations have seldom exceeded a tenth of an inch ; 
and it must be borne in mind, that had the mercurial 
barometer been subjected to the same range, it would 
have been equally affected, only in the latter case the 
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cause of the variation is satisfactorily established, and 
its exact amount for every degree of temperature accu- 
rately determined; whereas in the former case the 
cause requires further explanation. Of how httle im. 
portance this explanation is for the popular use of the 
Aneroid, the following observations will show, 


Simultaneous observations of the Aneroid and Mercurial 
Barometer for the month of March 1848, 


Q A.M. 


—_—_ 








3 P.M. 





Thermo- 
Aneroid | Standard | meter. 
barometer. barometer, 


Date. 





Thermo- 
Aneroid | Standard | meter, 
barometer. |barometer, 





28-66 | 2867 | & 28:80 | 28-80 
29°15 | 29-15 29:29 | 929-29 
29:88 | 29-99 

30°12 | 30-14 30:11 | 30-12 
29-82 | 29-88 29:77 | 29-77 
29:87 | 29-88 29:84 | 29-85 
29-81 | 929-89 

30-28 | 30-29 30:22 | 30-25 
29:98 | 29-99 - 99-89 | 929-99 
29-44 | 99-45 29-41 | 929-42 
28-91 | 28-93 28:84 | 23-85 
28-69 | 28-70 28:79 | 28-80 
29:76 | 29-78 29°85 | 29-88 
29:76 | 29-78 29°64 | 29-65 
29:49 | 29-50 29-49 | 29-49 
29-34 | 29-35 29-34 | 29-34 
29-44 | 29-45 2937 | 29-37 
29:18 | 29-29 29-12 | 929-19 
28:98 | 28-99 28:97 | 28-98 
28-80 | 28-8] 29-13 | 929-13 
29-60 | 29-60 29-67 

29-67 | 29-70 29-80 

30-02 | 30-02 5 30-10 

30-16 | 30-16 30-11 

29:89 | 29-90 29-80 

29:70 | 29-70 29-70 

29-91 | 929-9] 29-91 

29°81 | 29-80 29-3] 

29-98 | 29-98 20-00 


SEP Se te See 








Se Oe ew Nie eee 
Sore eeesas serene oomeaes 














The instrument has always been thus coincident since 
the writer received it in December 1848 from Messrs. 
Watkins and Hill. 

The next series of observations, showing the portabi- 
lity of the Aneroid for measuring heights, and also its 
convenience as a meteorological barometer, were taken 
during an excursion into Wales in the summer of 1848. 


Readings of the 


















London to Chester (vid Trent Valley) Stations. a neni Beales 
August 10th. 
Davies Street, Berkeley Square ......seseseeseereees 30°05 
Harrow station.....cseccsescceesensserenescecenerceoeees 29°85 
Tring (highest ground) «.+..+++++eeseee vbsaeihisconens 29°71 
Cheddington........seseeeseetereseseraneecaneneneeners 29°82 
Wolverton cecesecsercevenscsretenscscnceenrconsecenancnees 29°89 
Blisworth.......ccccecsscececerccsreeccceeescceeeees goannas 29°78 
Weedon ..cccocccccsccccsrccccecercccsacercccessscssnesers 29°83 
Rugby ...... Bese ube pda capes listen vo «6 ate ta avers 29°82 
AtherstOne .....sccescecessceecceeeccseeccerenseeenees ve 29°90 
Norton Bridge.......cssccssseeeceessenecseeteecnensesecs 29°90 
Chester, St. Peter’s Churchyard — «++.+.s+.eseree++ 30°11 
August 11th. 
Railway viaduct over the Dee at Chester .......-. 30°14 
Upon a hill on the coach-road from Ruabon ph 90°69 
Llangollen. ......seesereeesecteeecenesceecee teense : 
29°91 


Llangollen Bridge «.-++++++.ssssssereeeeresessenen ess 


ek. aad ee Be i eer 
Llangollen is assumed to be about 200 feet higher 
than the Estuary of the Dee near Chester. 















Elevations. ean home 
ou 


August 12, 13 and 18. ee SS EF 
eT oe at Llangollen. 


Castle Dinas Bran .......ssssssssseesesssseesseestess 29-02) 29-92 | 29-90 
pega orn to S. of Barber’s Hill ..............- 28°75| 29°87 | 29°81 
igh hill S.W. of Llangollen, 2 miles, and " 
_marked down in Ordnance Map Sek tet 28-24} 29°89 | 29°70 
Very high ground west of Grouse Box and lead- , 70 
ing to Moel Ferna, situated in Berwyn Chain } 28°02) 29°89 |297 
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Journal of the Weather at Llangollen, Denbighshire. 











ei jaa] $2 (s2] 82 (8 
<a Go air) go co |e 
1848.) Ty |8 a mS 3S mRo| Se |a™| Wind, Weather, &c, 
SS E2| §2 [23] 88 [Eo . 
gifs) ge Pa ee ie | 
oe alle ERED, Repo BA eo ON 
Aug. ° ° ° 

12. | 29°92 | 62} 29-90 OS) us Pr cas -W. |Fair. 
13.| 29°87 |59] 65 | 29°81 E.S.E. |Ditto; evening cloudy, 
14.} 29°76 | 52 29°74 51 | 29°72! 50 E.  |Incessant rain. 
15. 29°77 55 29°76 60 29°75 : E. Cloudy. 
16. | 29°70 | 55 29°70 67 | 29°72] 58 S.E. |Fair; heavy rain all night, 
17.} 29°65 |57| 29°68 59 | 29°85) 49 E. |Rain and wind till 3 p.m, 
18. } 29°89 | 61] 29-70 57 | 29°58] 57] s.s.x. Fine a.M.; evening andnight 
19.| 29°51 159} 29:58 |621/29-62156 W. |Fine, [incessant heavyrain. 
20.} 29°73 163) 29°75 64 | 29°76} 58] s.w. |Wimdi; rainin torrentsatnight, 
21. | 29:195| 52 |(29:09—)]57 | 29301541 w. {Destructive tempest, _ with 
22. 29°35 eee | 29°36 Pe Oe His Ww. Showery. [small rain. 
23.{ 29°51 |...| 29-58 59 58] Ww. [Heavy showers; lightning and 
v2 a Pa ye eres Ree --+| W. |Heavyshowers, [Tainatnight. 
25. f 4 h.. | 29°87 eas WwW. |Fine. 


16. A brilliant parhelion, seen to the right of the 
sun about 6 p.m. The érue sun behind a mountain, in 


a cloud. 


21. This storm exceeded any on record since J anuary 


1839 ; many hundred trees were either partly or wholly 
destroyed ; the spray of the river Dee at Llangollen was, 
during some of the most violent gusts, carried higher 
than the adjacent houses, and the noise of the waters re- 
sembled the roar of thunder. 

22. The Dee much swollen; the waters rush down 
their rocky bed with impetuosity, 


* About the minimum point, which continued for 3 hours. By tem. 


porary gauge, the quantity of rain fallen estimated at 5 inches for the 
14 days. 











mtn ent 
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Journal of the Weather at Hastings. 





Aug. 31)... |...| 30°20 | 60 | N.E. |Fine. Lightning to s.w. & N.z. evening 
Sept. 1.) 30°31 |...) 30°42 | 52 | B.N.E. |Fine. [and night. 
) 1 30°55 |...| 30'56 | 60 |w.N.w.|Cumuli; calm; very fine. 





2 
3.| 30°56 |...| 30°52 | 58 | ... |Dead calm and clear ; sea perfectly stl. 
4.| 30°39 |...]30°22 | ... | S.E. [Clear. 

5.1 30°05 |...| 29°96 | 66 gs.  |Fine; appearance of thunder to s.w. 
6.| 30°03 |...|30°17 | 59 | w. {A breeze; scud; fine night. 

7 | 30°22 |...130°22 | 61 | w.s.w.|Clear day succeeded by a cloudy night. 
8 


| 30°18 |60} ... |... | we Cloudy. 


Sept. 6. Near the windmill on the 
top of Fairlight Down 29°44 | Temperature 
Reading—before going out 30°03 about 65°. 
Reading—return home ... 30°07 


On the 8th of September the instrument was again 
suspended in its usual place at Greenwich, and it was | 
found that the zero point had remained perfectly 
steady*. 

In consulting the above journal, we find that the 
movements of the Aneroid were always consistent. It 
was a delightful companion, and highly useful, its indi- 
cations preventing many an excursion which would have 
ended in disappointment. The tourist should never 
travel without it; and the seaman will find it a safe 
guide when the motion of the mercurial column renders 
the marine barometer almost useless. In all cases the 

* Note.—All the foregoing observations were made for amusement. 
The beautiful action of the instrument, however, was an inducement 


to offer them for publication to a literary journal; but the subject not 
being suited to their columns, they were not inserted. 
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writer has used the Aneroid as its inventor intended it 
should be used; and its movements are so far perfect, 
that they merit the calm and impartial investigation of 
the true philosopher, whose vocation is to aid the deve- 
lopment of ingenuity, and not to crush its efforts because 
they are not perfection. 

The following diagrams are by Mr. Redwood, and the 
explanation of the Aneroid is nearly the same as that 
communicated by the same gentleman to the Pharma- 
ceutical Society. 


Fig. 1. 
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Fig. 1 represents the external appearance of the in- 
Strument. It is four inches and three-quarters in dia- 
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ee ae 
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meter across the face, and one inch and three-quarters 
in thickness. The pressure of the atmosphere is indi- 


cated by a hand pointing to a scale, which is graduated 
to correspond with the common barometer : thermome- 
ters are placed on the face, one of which is essential. 





Fig. 2 represents the internal construction as seen 
when the face is removed, but with the hand still at- 
tached. a is a flat circular box made of some white 
metal, exhausted of air through the short tube 4, which 
is subsequently made air-tight by soldering: the upper 
and lower surfaces of the box are corrugated in concen- 
tric circles, which gives it greater elasticity; and the 
box is fixed to the bottom of a metallic case, which in- 
closes the mechanism of the whole instrument. In the 











ol 


centre of the upper surface of the elastic box is a solid 
cylindrical socket 2, about half an inch high, to the top of 
which the principal lever, c, d, e, is attached ; this lever, 
which brings the box into a state of tension by separa- 
ting the surfaces, rests partly on a spiral spring d, and 
partly on two fulcrums having knife-edges, with perfect 
freedom of motion ; the end e of the large or principal 
lever is attached to a second lever Jf, from which a fine 
watch-chain gy extends to h, where it works on a drum 
attached to the arbour of the hand ; a hair spring at A, 
the attachments of which are made to the metallic plate 
i, regulates the motion of the hand. 

As the weight of the atmosphere is increased or di- 
minished, so is the surface of the corrugated elastic box 
depressed or elevated, as is also at the same time the 
spiral spring d, upon which the principal lever rests ; 
and this motion is communicated through the levers to 
the arbour of the hand at 2. The tension of the box in 
its construction is equal to 44 Ibs. At the back of the 
Aneroid is a screw to adjust the hand to the height of 
any standard mercurial barometer : for comparative ob- 
servations the Aneroid must be placed in the position 
for which the adjustment is made. 
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The height of the Atmosphere being assumed at 27°500 
feet, with the Barometer at 30° 00 inches and the 
Thermometer at 55° of Fahrenheit, the following Table 

















of Elevations has been computed, answering to the f 
corresponding depressions of the mercury in the Ba- | 
rometer. | 
Height of the Feet. per a ere eee Height of the Feet. 
barometer. | barometer. | 
| ' 
30: 0 0 37 3 2592 | | 
29°9 92 27-2 2692 | 
29-8 184 27-1 2793 
29-7 276 27-0 2395 | 
296 368 26:9 2997 | 
29°5 462 26'8 3099 
29:4 556 26-7 3201 | 
29-3 650 26°6 3304 | - 
29-2 744 26°5 3406 | 
29'1 $38 26-4 3511 
| 29:0 933 | 26°3 3615 
28-9 1028 «|| S262 3719 
28:8 1123 | 26'1 3824 | 
28-7 1219 26:0 3926 
286 1315 25-0 5000 
28°5 fit | 24-0 6111. | 
28-4 1508 230 7263. 
283 1605 22-0 9462. | 
28:2 1702 21-0 7907 
28-1 1799 20-0 11000 
28-0 1897 19-0 12345 
27°9 1996 18-0 13750 | 
27°8 2095 17°0 15214 
* 27-67 2194 16-0 16740 
“97-5 2392 15-0 18335 
27-4 2491 10-0 27500 





The following rule, which gives results very near 
the truth, will be useful in deducing elevations from the 
Aneroid. 
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As the sum of the readings of the barometer or Ane- 
roid is to their difference, so is 55-000 (or twice the 


height of the atmosphere in feet) to the elevation 
required, 


To find the height of Fairlight Down near Hastings, 


in. in, 
Let the reading of the Aneroid on the — 30-05 30°05 





Marine Parade, Hastings............ 29°44 
ete Sat at the bottom of = 29°44 Pa LRUS TAL 7 : 
the windmill on the Down ......... 0°61 = difference, 
Sum... =59-49 


in. in. feet. feet. 
“. 09°49 : 0°61 :: 55-000 : 564 nearly. 


The table of elevations computed by the above formula 
at the temperature of 55°, and the lower barometer at 
30 inches, may be found interesting to those who may 
wish to see at a glance the heights corresponding to the 
depressions of the barometer. 

Thus on the Grampian Hills a depression of 4inches 
gives an elevation of 4000 feet ; at the crater of Mount 
Etna a depression of 10 inches gives 11,000 feet; and 
on the summit of the mountains of Thibet, supposed 


the loftiest in the world, a depression of 20 inches gives 
an elevation of 27,500. 


THE END. 


Printed by Richard and John E. Taylor, Red Lion Court, Fleet Street, 
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